seamaty®

HospltalName
e RESULTS

OWNER NAME: Szabo Brigitta
ANIMAL NAME: Mazli
Medical ID: 01221
SAMPLE ID: 1
AGEGroup: Gerlatric
Animal: Canine
SAMPLE TYPE: Whole Blood
OPERATOR ID:
Dept:
REAGENT BATCH NO.: 9231665
PLATE ID: 019809231665
MACHINE ID: 121009088
Ver: V1.00.01.13/1.00.01.56
TEST TIME: 2024-01-22 15:41
Assay Result Ref Unit

" AB 368 23.0-400 . g/
™ 935H  50.0--820 g/l
GLOB 567 H  21.0-450 g/t
A/G 0.65
B 76 00-15.0 umol/L
GGT 21 H 0-10 uiL
AST 64 H 0-50 un
ALT 87 5-125 uiL
ALP 1021 H 17-212 un
TBA <1.00 0.00-17.00 umol/L
AMY 172 400--1500 uiL
LPS 138 0--216 un
LDH 172 40--400 uiL
cK - 304 H 10--200 uiL
Crea 476 30.0--1589.0 umol/L
UA <10.00 0.00--60.00 umol/L
BUN 7.96 250--9.60 mmol/L
BUN/CREA 167293  16.000-218.000

GLy 915 H  411-794 mmoldL
TC >1200 H 284827 mmol/L
TG ">1000 H 000113 mmol/L
{Co2 156 12.0-270 mmoliL
Ca 2.66 198--3.00 mmol/L
PHOS 357 H  081-219 mmol/L

TC. TG> detection limit. Please dilute sample
and re-test
print notes

1.This instrument is a screening anélyzar,
disease diagnosis is cbmplex and individual, the
resuk is a reference, and should not be a basls
for specific disease diagnosis.

2.f there is H behind result value, K indicates
the test parameter is beyond the upper limit of
the normal range. if thers is L-behind result
value, it indicates the test parameter is lower
than the lower limit of the nommal range.

3.if there Is > behind result value. R indicates
the test parameter result Is beyond the upper
measuring range imit of the Instrument. If there
Is < behind result value, it indicates the test
parameter result is lower than the lower
measuring range imit of the instrument.

* Thetest result Is only a refence and scresning
and not intended for spedific diagnosis. -

* Abnommal sample: HEM+.LIP+
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RESULTS
OWNER NAME: ‘Szabo Brigita
ANIMAL NAME: Mazli
Medical ID: : 01221
SAMPLE ID: 2
AGEGroup: ’ Geriatic
Animal: Canine
SAMPLE TYPE: Whole Blood
OPERATOR 1D
Dept: : )
_REAGENTBATCHNO. 9231460
PLATE ID: 035429231460
- MACHINE ID: 121008088
Ver: V1.00.01.13/1.00.01.56
TEST TIME: : 2024-01-22 15:58
Assay Result - Ref Unlt
T8 1 00-150 umoliL
FRUC 3482 H 177.0-3140 umollL
LAC 143 0.80--2.80 mmollL
Mg " >300 H- 068-1.09 mmol/L
pH 749 7.25-7.56 _
K* ‘479 350-58) mmollL
Nat - 1367  138.0--156.0 mmolL
cr 99.3 95.0-119.0 mmoi/lL
c-CRP 129H  00-100  mgh

cCysC 09 H . 02-08 mg/L

Mg> detection imit. Please dilute sample and re-
tost '
print notss

1.This Instrument Is a screening analyzer,
disease diagnosks is complax and individual. the
resuk Is a reference, and should not be a basls
for spedific dissass diagnosls.

-2.1f thers is H behind result valus, ¥ indicates )

tha test parameter ls beyond the upper limit of
the normaj range. If there is L behind rasult

 value, it indicates the test parameter is lower

than the lower limit of the nomal range.
3.if there is > behind resulf valus, K indicates
the test parameler result is beyond the upper

) nTeasurlng range mit of the instrument. If there

is < behind resulk value, it indicates the tast

parameter result Is lower than the lower

measuring range Imit of the Instrument.
* The tast result is only a refence and scresning
and not Intsnded for specific dlagnosis.

* Abnomal sample: HEM+ LIP+
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